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For the highly accurate topography measurement of nearly flat optical surfaces, scanning deflectometric methods are capable of achieving
nanometer accuracy. In these systems, an autocollimator is typically used as the deflectometric sensor and a pentaprism is applied for the
scanning process. When ultimate accuracy is desired, a drawback of these systems is that the autocollimator output signal often depends
slightly on the optical path length, resulting in topography errors during scanning. Here, we present a new deflectometric method which
separates the angle measurement from the scanning process and, thereby, avoids possible errors due to different optical path lengths. In
contrast to conventional deflectometry, the new technique achieves an almost exact autocollimation by appropriately tilting the specimen
during scanning. The tilt angle necessary to achieve autocollimation complies with the deflectometric angle determined in conventional
deflectometry. The tilt angle is measured with an additional autocollimator at a fixed distance without errors due to different optical path
lengths. The separation of angle measurement and the scanning process enable both tasks to be optimized independently. This opens up
new possibilities of reducing lateral resolution by facilitating smaller apertures and of assessing topographies with larger curvatures. The
concept was tested successfully by a demonstrator setup. The first measurements on a test specimen agree with results obtained with the
established Extended Shear Angle Difference (ESAD) technique at the one nanometer level. [DOI: 10.2971/jeos.2010.10026]
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1 INTRODUCTION
In optical form metrology, a number of deflectometric tech-
niques have been developed to measure the topography of
nearly flat surfaces with uncertainties in the nanometer or
even sub-nanometer range. Examples are the ESAD tech-
nique [1]–[7], the Nanometer Optical Component Measur-
ing Machine (NOM) [8]–[11], and the Long Trace Profiler
(LTP) [12, 13]. These methods are applied for flatness cali-
brations and surface characterizations, for example, of syn-
chrotron mirrors, optical elements for astronomy or interfer-
ometric flatness references. These techniques make use of the
straight propagation of a light beam, emitted e.g. from an
autocollimator, to establish a straightness reference. A pen-
taprism deflects the light at a right angle and directs it to the
surface under test (SUT) (see Figure 1). The SUT reflects the
beam back to the autocollimator (or another angle measuring
device) to measure the angle of the local surface slope. The
SUT is scanned by moving the pentaprism along the direc-
tion of the autocollimator’s light beam. Hence, these conven-
tional systems combine straightness representation and angle
measurement in one instrument. In the following, autocolli-
mators will be addressed, but the approach also applies to
other kinds of optical angle measuring devices, e.g. LTPs. A
drawback of angle measuring instruments used in this kind
of application, in particular when nanometer accuracy is de-
sired, is that the measurement results depend on the optical
path length [14, 15] which inevitably changes during the scan-
FIG. 1 Principle of conventional deflectometric procedures.
ning process. This effect leads to systematic deviations of the
measured deflection angles and to corresponding topography
errors. These deviations especially appear when non-zero de-
flection angles are measured. In these cases, the reflected beam
passes the optical components (e.g. the autocollimator objec-
tive) at paths which differ from the optical axis and which
depend on the position of the scanning pentaprism. Hence,
any aberration or imperfection of the optical components will
affect the back-propagating beam. A correction of this effect
would require much effort to accurately calibrate the autocol-
limator for each possible distance. In this paper, a solution is
described which decouples the scanning process from the an-
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FIG. 2 Principle of operation of the EADS system. AC1: Straightness representation and
null instrument, AC2: angle measurement.
gle measurement and, thus, avoids the necessity of distance-
dependent calibration of the angle measuring device.
2 PRINCIPLE OF THE NEW
DEFLECTOMETRIC SCANNING METHOD
The basic idea of the new deflectometric scanning method
is to separate the tasks of angle measurement and straight-
ness representation. Figure 2 shows the principle of the setup.
Here, the autocollimator AC1 (or a different optical angle
measuring system) represents the straightness reference. Its
light is directed to the SUT by the pentaprism. In contrast
to conventional deflectometric concepts, the SUT is tilted by
a tilting stage, for example by piezoelectric actuators. Any
deviation from normal incidence is detected by AC1 and a
feedback loop is used to tilt the SUT to achieve normal inci-
dence and to maintain this condition (the application of such
feedback loops is a well-known measurement tool, for exam-
ple in Atomic Force Microscopy). Since AC1 is operated at
zero deflection angle (’null detection’), the light always passes
through AC1 and the pentaprism on the same optical path for
all scanning positions. Thus, path-length-dependent errors are
significantly reduced. The tilt angle of the SUT is measured
subsequently by a second autocollimator AC2 at a fixed dis-
tance. The autocollimator AC2 can be operated in a mode that
assures the highest accuracy, e.g. by using an optimized aper-
ture and distance. For each scanning position, the feedback
loop needs to work sufficiently accurately.
In this paper, this new deflectometric scanning method
is named Exact Autocollimation Deflectometric Scanning
(EADS), since an “exact” autocollimation, i.e. the autocolli-
mator’s object point is imaged into itself, is fundamental to
this technique.
3 DEMONSTRATOR EXPERIMENT OF THE
EADS METHOD
To test the new EADS method, a demonstrator experiment
was set up and the first measurements were performed. For
this purpose, the hardware of our ESAD setup [1] was modi-
fied (see Figure 3): the autocollimator of the ESAD setup was
applied as a null detector (AC1) and the ESAD shearing stage
was used as the linear scanning stage for the pentaprism. As
this stage has a travel range of only 100 mm, the specimen size
was limited, but was nevertheless sufficient to demonstrate
FIG. 3 Photo of the provisional setup to demonstrate the new EADS principle: Autocol-
limator as the null instrument (AC1), pentaprism (PP), linear scanning stage, mirror
connected to the surface under test (SUT), tilt angle measuring autocollimator (AC2)
and piezoelectric actuator for tilting. The beams of AC1 and AC2 are added schemati-
cally as red lines.
the measurement principle. A second autocollimator (AC2)
was mounted to the frame of the setup to measure the tilt
angle of the specimen. The mirror required was fixed to the
specimen holder. Tilting the specimen was realized by the ap-
plication of a piezoelectric actuator underneath the sample.
The SUT is tilted by the actuator unit, consisting of a piezo-
electric actuator with control electronics. AC1 and AC2 are
highly accurate autocollimators which have been calibrated
by the manufacturer. The devices provide 25 readings per sec-
ond and have been operated with an aperture of 5 mm. For
AC1, an aperture stop (5 mm diameter) was used near to the
surface under test.
For the first demonstrations, the feedback loop (see Figure 2)
was realized by a software controller. It is designed as a pure
integral controller. The control signal is derived by the aver-
age α of 25 angle readings from AC1. During the first control
loop at time t1, the controller uses the value α(t1) and calcu-
lates the output signal u(t1) = K1α(t1) used to drive the ac-
tuator unit. K1 is the amplification factor of the integral con-
troller and was determined experimentally. During the sec-
ond loop, the autocollimator values at the times t1 and t2 are
added (integral controller) resulting in a new output signal
u(t2) = K1[α(t1) + α(t2)]. The control loop is repeated until
the angle α is approximately zero. The output signal for the
actuator unit is computed as follows,
u(tn) = K1
n
∑
i=1
α(ti) (1)
where α(ti) is the mean value of 25 angle values at time ti,
u(tn) is the output signal for the actuator unit at time tn, and
K1 is the amplification factor of the integral controller.
After a few cycles, the control deviation is approximately zero
(α < 0.01 arcseconds). For the experiments we used seven cy-
cles. Figure 4 shows, as an example, the results of a typical
control process with seven cycles.
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FIG. 4 Reading of AC1 in a typical cycle of the control loop (top): The red curve shows
the control deviations magnified by a factor of 100. The corresponding displacement
of the piezoelectric actuator is shown additionally (bottom). For better visibility, the
data points at the seven positions are connected by solid lines.
The first topography measurements with the EADS setup
were carried out using a quartz plate. Since the range of the
applied piezo actuator was limited to about 15 µm, only a
part of the specimen with a topography range of about 250 nm
could be assessed. Figure 5 shows the results of this measure-
ment. The left figure presents the averaged topography over
seven single scans. The deviations of the individual scans to
this average scan are shown in the right-hand part of Figure 5.
These first examples demonstrate a repeatability of less than
1 nm. Further improvements can be expected from optimiz-
ing the mechanical setup, especially the mirror mounting, the
controller, etc.
The measured data agree within 0.04 arcseconds (deflection
angles) and 1 nm (topography) with corresponding ESAD
measurement results. The residual differences between both
measurements are shown in Figure 6. This makes it clear that
the new method yields measurement results that agree well
with conventional ESAD.
4 ADVANTAGES OF THE EADS PRINCIPLE
In Section 3, the consistency of measurement results, in a case
where both measurement principles can work, is presented.
Beyond this, there are several advantages, which characterize
the new EADS principle.
FIG. 5 Average of seven topography measurements with the EADS setup (top) and
deviations of the single measurements from the average (bottom).
FIG. 6 Slope (top) and topography difference (bottom) between the EADS and ESAD
measurements.
Since the new EADS principle allows one to separate the tasks
of angle measurement and straightness representation, the
10026- 3
Journal of the European Optical Society - Rapid Publications 5, 10026 (2010) M. Schulz et al.
new technique enables the optimization of both tasks. It is
thus possible to eliminate distance-dependent effects of the
angle measurement, which do not influence the measurement
of the surface slope any more. Furthermore, it offers the pos-
sibility of enhancing the lateral resolution by using smaller
apertures for the null detector which represents straightness.
Devices other than autocollimators may also be applied as a
null detector, for example long trace profilers or devices mea-
suring laser beam displacements.
Since the surface under test is tilted so that the incoming beam
is reflected back in exact autocollimation, any local deforma-
tion of the surface will result only in a symmetrical deforma-
tion of the reflected beam which should have only little influ-
ence on the null detector. Therefore, also topographies with
larger curvatures (that could not be assessed with established
deflectometric techniques due to the measurement range of
the autocollimators) are assessable. Using a rotary stage with
an angle encoder for turning the specimen and measuring the
rotation angle could even extend the range of measurable sur-
face forms. However, for large rotation angles, tilt and rota-
tion are no longer equivalent and corresponding care has to
be taken.
5 CONCLUSIONS
The principle of the new Exact Autocollimation Deflectomet-
ric Scanning has been presented and successfully tested in a
demonstrator setup. The first comparison measurements on a
test surface with the established deflectometric ESAD method
showed a very good agreement within 1 nm.
The EADS principle is a promising new technique offer-
ing novel possibilities and improved accuracies in optical
form measurement. Compared to established deflectometric
techniques, for example the ESAD technique, more strongly
curved surfaces can be measured, the spatial resolution can
be improved and optical errors of the system can be reduced.
The EADS principle will also be implemented in the new de-
flectometric flatness reference at PTB [5]–[7].
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